
eti

MANUFACTURER'S CERTIFICATE OF
CALIBRATION

Date of Issue: 12TH NOV 2024

Certificate Issued By: MS
Instrument Code: 231-022

Instrument Description:Therma Differential Thermometer

Instrument SerialNumber:
D24460490

Ambient Temperature:22°C2°C,Ambient Humidity: <80 %rh

UKAS Certified Reference Instruments: Fluke8846a / Hart 1502 + SPRT

Results: Test Temperature Instrument Reading

0°C 0.0°C

1000°C 1000°C

Input2was within +0.2°C @ 50.0°C of Input 1

Uncertainty of Calibration + 0.4°C Instrumentonly results are conversionsofelectrical

simulation calibration

This is to certify that the above Instrumenthas been calibrated againstlaboratory

standards which are traceablevia lnternational Agreement, to all major National

Standards,including the NPL and NIST.

Authorised by:

Greg Hils, Calibration Manager

Easting Close, Worthing, WestSussex BN148HQ
+44(0)1903 202151 sales@etiltd.com etiltd.com

For recalibration, please contact ETI atsales@etiltd.com
or 01903 202151


